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Certificate of Analysis
Minerals Testing — Water

Certificate No.: 21-66-67-2020

Sender: Tipa Tech Ltd.
Address for results: Tipa Tech Ltd.

Date of receiving: 16/01/2020 Testing termination date: 22/01/2020
FAX: Phone:
Laboratory No.: 66-67 Sender No.:

Sample description: Lotus, Lotus Hybrid filters

Results
Parameters Units Result Lotus filter Result Lotus
Hybrid filter
Lab. No. 66 67
Lead (Pb) ug/L 133 115
Comments:
Name of the tester: Nataly Vasilkov Signature:

Name of the authorizer: Dr. E. Kalily / Position: Ch/en/ll.-Lab. Manager

Signature: C i a #70s /
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The results reefer only to the tested sample.

The Israel Authority for Accreditation is not responsible for the results performed by the laboratory, and the accreditation does
not certifies the tested sample.

It should be to refer to the whole certificate and it’s forbidden to copy from it into other certificates.




